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Abstract: Ptychographic X-ray computed tomography is a phase-contrast imaging technique
capable of retrieving three-dimensional maps of the index of refraction of the imaged volumes
with nanometric resolution. Despite its unmatched reach, its application remains prerogative
of a limited number of laboratories at synchrotron sources. We present a detailed description
of an experimental procedure and a data analysis pipeline which can be both exploited for
ptychographic X-ray computed tomography experiments at any high-brilliance X-ray source.
These have been validated at the I13-1 Coherence Branchline within the first experiment of its
kind to be successfully carried out on a biological sample at Diamond Light Source.
© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
1. Introduction
Thefirst experimental demonstration of a techniquewhich evolved intomodernX-ray ptychography
occurred just over two decades ago [1, 2]. The development and implementation of iterative
phase retrieval algorithms [3–5] was soon accelerated by the introduction of fast and efficient
algorithms [6, 7] which made X-ray ptychography a widely applicable phase-contrast imaging
technique, capable of retrieving complex-valued maps of the index of refraction of extended
areas [8]. Since then, X-ray ptychography has been implemented and is routinely used at several
high-coherence experimental end stations at synchrotron sources worldwide [9–15]. At first
limited to returning two-dimensional (2D) projections of the imaged areas, X-ray ptychography
was soon demonstrated to be compatible with computed tomography (CT) and hence able to
provide three-dimensional (3D) quantitative characterisation of scattering specimens. The first
implementation of ptychographic X-ray computed tomography (PXCT) occurred at the cSAXS
beamline at the Swiss Light Source [16], which kept leading the development of such kind
of ptychography experiments [17–21]. However, PXCT remains more technically challenging
than other 2D ptychography experiments on account of both experimental constraints and the
relatively higher complexity of the data analysis pipeline. This is reflected in the fact that – unlike
2D ptychography – PXCT saw limited and delayed application outside cSAXS [22–25].
Despite the challenges it poses, PXCT still is of great appeal for the X-ray microscopy
community as a technique to obtain high-resolution phase-contrast reconstructions of volumes,
hardly achievable through any other X-ray method. This motivated the investment into developing
it at other beamlines, in order to make it available to the wider non-specialist user community.
In this paper, we present the first successful demonstration of PXCT on a biogenic sample,
of interest for a biology research group, at Diamond Light Source (DLS). The experiment was
carried out at the I13-1 Coherence Branchline [26] which features ptychography [27, 28] and
PXCT [29, 30] among its subjects of research. The procedure for data acquisition and analysis is
compatible with and hence applicable to other high-brilliance X-ray sources.
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2. Sample
A non-destructive PXCT experiment was carried out on a scale extracted from the wing of a
pansy butterfly (Junonia orithya), aimed at characterising its 3D morphology. Individual scales
are products of single cells [31] which develop on butterfly wings during the pupal stage, with
each scale producing only one colour. Their basic structure is built out of chitin [(C8H13O5N)n]
and consists of a thin lower lamina and an intricately patterned upper lamina, connected to
each other via pillar-like trabeculae. The patterned upper lamina is made of longitudinal ridges
interconnected by crossribs, creating open spaces called windows [32] [cf Fig. 1]. Colours are
produced either by modifications to the basic scale structure, which can lead to structural colours
via visible light interference effects [32], or by the deposition of pigments in the chitin matrix.
Understanding the development of these scale morphologies and how small structural differences
can affect colouration is currently of interest from both a developmental and bioengineering
aspect.
Figure 1(a) shows a 20X magnification, transmitted light optical micrograph of the butterfly
wing scale used as sample, which was glued on top of a 70 µm kapton MicroLoop and mounted
on a sample holder. The image reveals the scale’s longitudinal ridges. Both Bragg and coherent
X-ray diffraction experiments have been previously run on other butterfly scales with the purpose
of characterising the photonic nanostructures they contain [33]. That concept is here explored
further by running a PXCT experiment aimed at the volumetric characterisation of a single
butterfly wing scale.
Considering the thickest structures hosted in the chitin scale are known to span around 1 µm,
an estimate can be generated of the magnitude of the absorption and phase-shift that radiation
undergoes when travelling along the shortest path through the sample. Such path is achieved
at the sample’s widest orientation, i.e. the orientation at which the sample’s main plane lies
perpendicular to the optical axis. The index of refraction of a medium for radiation of energy E
and wavelength λ can be defined as n = 1− δ+ iβ with δ(E, λ) and β(E, λ) as medium-dependent
real functions. The PXCT experiment discussed in this paper was carried out at 9.7 keV –
equivalent to a wavelength of 1.3Å. At this energy, chitin has values for δ and β of 3.2 × 10−6
and 5.4 × 10−9, respectively. The multiplicative complex-valued transmission function of the
thin sample can be defined as
O(x, y, z) = eik
∫
[n(x,y,z)−1]dz = e−k
∫
β(x,y,z)dze−ik
∫
δ(x,y,z)dz (1)
with the wave vector k = 2pi/λ and with z as the optical axis. This implies that at the
sample’s widest orientation only 0.05% of the incident radiation is absorbed while the phase
of the transmitted radiation is shifted by pi/20. Therefore, the main source of contrast of this
weakly-scattering sample is phase shift.
The need for phase-contrast images requires and justifies the use of ptychography, while the
radiation resistance of chitin – higher relative to other biogenic tissues – reduces the risk for the
sample to suffer radiation damage during the long exposure of a tomographic scan. For these
reasons and considering PXCT has already been established elsewhere on test samples, butterfly
wing scales are suitable for validating this technique for and on biological samples and at the same
time gather useful information for application outside the domain of technique development.
3. Experimental setup and data acquisition
As phase-retrieval is practically achievable only when exploiting at least partially coherent
radiation [34], a high degree of coherence is typically made available at beamlines dedicated
to ptychography experiments. Longitudinal coherence ξl with respect to the optical axis
depends on bandwidth and is ensured using monochromators. Transverse coherence ξt is more
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Fig. 1. (a) Transmitted light micrograph and (b) horizontal refraction image of a wing scale
from a pansy butterfly mounted on holder.
Fig. 2. Horizontal section of ptychographic X-ray computed tomography (PXCT) experimen-
tal setup including beam-shaping slits, central stop (CS), Fresnel focusing zone plate (FZP),
order sorting aperture (OSA), translation and rotation sample stages (sample) and detector.
geometry-dependent and can be defined as
ξt =
1
2
λR
D
(2)
with λ as the wavelength of the X-ray beam, R as the distance from the source and D as the
distance between point sources which corresponds to the characteristic size of the source. One
can further distinguish between vertical and horizontal coherence lengths which differ for most
experiments. It can be noted that there exist two ways to increase ξt . One way is to reduce the
source size and hence D and is achieved by reducing the gap of beam-shaping adjustable slits
located at the front-end [cf Fig. 2], i.e. as close as possible to the already naturally small undulator
source. The slits effectively produce a secondary source of tunable size and this approach is in
place at several beamlines. The second way is to increase the distance R from the source which
brought to the design of long beamlines, able to provide a high flux of highly coherent X-rays
suitable for coherent imaging experiments preserving phase information.
The PXCT experiment described in this paper was carried out at the I13-1 Coherence
Branchline [26] at DLS. This is a long coherent beamline and has its experimental hutch in a
satellite building located outside the main building hosting the storage ring and its undulator
source, making it some 250m long in total. Figure 2 is a diagram of an experimental setup
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suited for PXCT experiments and it was exploited for this one. Beam-shaping adjustable slits
were used to tune the secondary source size and thus optimise the balance between photon flux
and transverse coherence. A 9.7 keV X-ray beam was obtained through the beamline pseudo-
channel-cut crystals Si monochromator. The beam was focussed using a Fresnel focusing zone
plate (FZP) with a diameter of 400 µm and an outermost zone width of 150 nm in combination
with a central stop (CS) with a diameter of 40 µm and an order sorting aperture (OSA) with a
diameter of 10 µm. The sample holder was mounted on both a 3-axis translation and a 3-axis
rotation stages located some 15 mm downstream from the focal position in order to exploit a
divergent beam with a diameter of 13 µm. The rotation stage provided 360◦ rotation around
the y axis which fulfils the general requirement of tomography for a 180◦ rotation around an
axis perpendicular to the optical axis z to be carried out. A far-field geometry was used and the
detector EXCALIBUR was positioned 14.6m downstream from the sample, well into the far-field
propagation regime. EXCALIBUR is the 2069 × 1796-pixel photon-counting beamline detector,
based on Medipix3 chips with 55 µm pixel size [35]. A He-filled flight tube was positioned
between the sample and the detector in order to minimise absorption and scattering from air.
Optics alignment was carried out which consisted of aligning all optical elements involved,
namely the X-ray beam with respect to the adjustable slits, the monochromator, the focusing
optics (CS, FZP, OSA), the sample stage and its rotation axis, the flight tube and the detector.
Routine beam characterisation checks followed, exploiting a Siemens star test pattern in order
to retrieve the wavefront at the sample position both to validate geometry and probe size and
to obtain a robust initial guess for the probe for later reconstructions. The outcome of this
procedure is visible in Figs. 3(a) and 3(b) which show the phase image of the Siemens star and
the dominant mode of the illumination impinging on it, respectively. They were both retrieved
through ptychographic reconstruction, as discussed in more details in the next section. Only
limited decoherence effects were found thanks to the high degree of coherence available at the
beamline, ensured also by operating with a relatively tight horizontal opening of 100 µm for the
front-end slit. In fact, the main coherent mode of Fig. 3(b) accounts for 96.5% of the overall
power of the retrieved probe.
After testing the experimental setup with the Siemens star, finer alignment was carried out on
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Fig. 3. (a) Phase part of the object and (b) complex-valued wavefront of the dominant mode
(96.5% of total power) of the probe, both obtained from a ptychographic reconstruction run
on a Siemens star test pattern. In (b) amplitude is mapped to brightness and phase to hue
according to the colour wheel.
                                                                                               Vol. 27, No. 2 | 21 Jan 2019 | OPTICS EXPRESS 536 
the butterfly wing scale, with particular care for aligning the area to be imaged in 3D with the
rotation axis, which is a standard procedure whenever setting up tomographic experiments.
Scanning transmission X-ray microscopy (STXM) scans were performed to produce low-
resolution overview images of the whole sample and specific regions of interest. The use of
STXM to confirm sample position and orientation is a standard procedure within ptychography
experiments on extended samples [36]. An example of such low-resolution STXM overviews is
shown in Fig. 1(b) as the horizontal refraction image of the whole scale, obtained from differential
phase-contrast STXM data.
The PXCT dataset was collected by performing 6 interlaced series of ptychography scans
in order to minimise risks from time limitation and potential failure of any setup component.
Considering the angle around the rotation axis of the rotation stage parallel to the y axis, each
series was made up of 224 scans within the angular range 0-180◦ with an increment of 0.8◦
for a total of 1344 scans. Each scan was collected in move-settle-measure mode exploiting
a 10 × 9-point snake scan, i.e. a row-by-row raster scan, inverting the order of the horizontal
points at every row to reduce motor overhead. A step size of 4 µm was used to ensure a large
amount of overlap among adjacent positions, leading to the illumination of an overall area over
50 × 50 µm2 wide featuring between 1 and 4 of the tips of the jagged apical region of the wing
scale as visible in Fig. 4. Finally, an exposure time of 0.9 s was selected to compromise between
a high signal-to-noise ratio for each diffraction pattern and a short scanning time, leading to an
overall scan duration of 55 h, inclusive of pauses for optics realignment to correct for long-term
drifts. No radiation damage was observed throughout such long exposure which delivered a
maximum dose estimated at 60 kGy, confirming the dose resistance of this biogenic sample.
4. Data analysis
Ptychographic reconstruction was run on each scan in order to retrieve 2D projections at
every angle of the tomographic dataset and following the ptychographic pipeline schematically
represented in Fig. 5. A mixed-state approach [34] was used with a 2-mode probe using the
probe retrieved from the test pattern as an initial guess [cf Fig. 3(b)]. Each diffraction pattern –
recorded directly in units of number of photons – was cropped down to a size of 512 × 512 pixels
which, combined with the chosen geometry, led to a reconstruction pixel size of 66.3 nm.
Some ptychographic reconstruction algorithms are available [7, 37]: for this study, the mixed-
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Fig. 4. Phase images of the apical region of a wing scale from a pansy butterfly collected at
different sample orientations: (a) 0◦ and (b) 146◦.
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state approach available within the Python-based package PtyPy [38] was used, with 1000
iterations of difference map (DM) algorithm [6] followed by another 1000 iterations of maximum
likelihood (ML) refinement [39]. Exploiting parallel computing on 16 CPUs, each projection
took around 70 minutes to reconstruct. Larger detector frames and a higher number of probe
modes would lead to larger compute-times while GPU-based algorithms would reduce it. In this
case, the use of a shared compute cluster with 750 16-CPU compute nodes allowed to run all
reconstructions within a few days, depending on queuing time.
A standard post-processing routine was performed on each reconstructed object in order to
obtain a meaningful representation of the phase shift induced by the probe-object interaction [17].
As a first step, a linear and a constant phase terms were removed from each projection, equivalent
to removing a phase ramp and a phase offset, respectively. This was achieved exploiting areas
of each projection falling outside the sample, i.e. areas for which X-rays travelled through air,
without undergoing any significant phase shift. For this purpose, projection-specific masks were
generated by thresholding the phase part of each reconstructed object after applying first-order
gaussian smoothing filters. After correcting for offset and linear ramp, phase unwrapping was
carried out to obtain a continuous scale for the phase shift. This led to results such those from
Fig. 4 which shows the phase images of the scale for two different projections, i.e. at two different
sample orientations. Only the phase part of each reconstruction was deemed reliable due to
the very low absorption of such thin sample. The retrieved phases confirm the success of the
ptychographic reconstruction as weakly-scattering nanometric features are resolved, such as
longitudinal ridges and crossribs.
Once all 2D phase projections were retrieved and corrected, they became a dataset suitable for
diffraction patterns
(in units of number of photons)
ptychographic
reconstruction
raw data
(in units of detector counts)
pre-processing
(detector corrections)
ptychographic
reconstruction algorithm
2D projection of
transmission function
post-processing
(phase offset and ramp
correction, phase unwrapping)
misaligned
projections
aligned
projections
tomograms
vertical alignment
horizontal alignment
(via tomographic consistency)
filtered
back-projection
sinogram tomogram
synthetic
sinogram
corrected
tomogram
(2) smoothing &
thresholding
(1) filtered
back-projection
(3) Radon
transform
(4) alignment
tomographic consistency (iterative)
tomographic pipeline
(for set of 2D projections from all ptychographic scans)
ptychographic pipeline
(for each ptychographic scan)
Fig. 5. Schematic representation of PXCT data analysis pipeline. The ptychographic pipeline
is aimed at obtaining 2D projections of the transmission function of the imaged object,
starting from the raw data recorded by the detector for each ptychographic scan. The
tomographic pipeline is aimed at obtaining a stack of 2D tomograms (i.e. a whole volume)
starting from the whole set of 2D projections obtained from the ptychographic pipeline.
Tomographic consistency is the iterative algorithm exploited for horizontal alignment of the
partial local tomography data set.
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tomographic analysis. This was undertaken following the tomographic pipeline schematically
represented in Fig. 5. In order to produce sinograms suited for filtered back-projection (FBP),
individual 2D projections had to be aligned with respect to each other, both vertically and
horizontally. Some basic alignment procedure for ptychographic projections within tomographic
experiments has already been proposed [17]. The fact that for these measurements parts of
the imaged samples fell out of the field-of-view at several orientations, however, required a
more elaborate aligning procedure, especially suited to tackle issues of missing wedge or – as it
was the case for these reconstructions – partial local tomography. In particular, a customised
implementation of the tomographic consistency approach [40] was found successful.
First, vertical alignment was carried out exploiting a first-order – vertical derivative only –
gaussian smoothing filter able to highlight the top pixel of the sample at every orientation by
comparing the maximum values of each row. Cross-correlation was then applied to this collection
of values for the topmost area of each projection to vertically align them within pixel precision.
For horizontal alignment, an iterative approach inspired by the principle of tomographic
consistency was applied, as schematically represented in Fig. 5. A sinogram was produced as the
mean of a series of sinograms within a narrow vertical range (10 pixels). Such mean sinogram
was then padded, both to compensate for misalignment of the rotation axis with respect to the
centre of the field-of-view of the reconstructions and to expand the field-of-view itself enough
to include at least the second tip of the scale, visible only at about 2/3 of the collected sample
orientations [cf Fig. 4]. At each iteration, a filtered back-projection was applied to the sinogram
exploiting a Hamming window and an inverse Radon transform and generating a tomogram
(step 1). A smoothing filter and some lower- and upper-value thresholding were applied to such
tomogram (step 2) which was then projected back to the sinogram space via Radon transformation
(step 3), generating a naturally-aligned synthetic sinogram within the whole padded field-of-view.
This was used as a reference to align the original projections contained within the sinogram from
the previous iteration – i.e. before step 1 – via a windowed cross-correlation (step 4), concluding
a full 4-step iteration. A few such iterations (3-6) were already enough to achieve horizontal
alignment within pixel precision, allowing for tomographic reconstruction to be run on the full
dataset.
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Fig. 6. (a-c) Phase tomograms at different heights, including two tips of the apical region of
a wing scale from a pansy butterfly. (d) 3D rendering obtained from a stack of 750 such
phase tomograms using Drishti [41]. Regions to which tomograms from (a), (b) and (c) refer
are annotated in (d).
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Applying FBP to the corrected phase part of the full stack of aligned projections led to the
results shown in Fig. 6. In particular Figs. 6(a)-6(c) show phase tomograms of a region including
2 scale tips while Fig. 6(d) shows a 3D-rendered image of the whole reconstructed phase volume,
obtained exploiting the open-source volume exploration package Drishti [41]. From cuts through
sharp edges in Figs. 6(a)-6(c), the achieved resolution was estimated at 250 nm. In Fig. 6(d), the
reconstruction of part of the second scale tip (right-hand side) results of lower quality: this is due
to the fact that such region – along with others beyond it – was not imaged in all 2D projections,
leading to artefacts.
Both tomograms and 3D rendering reveal the nanostructures of the butterfly wing scale.
Lower lamina, longitudinal ridges and crossribs are all clearly visible. Furthermore, the use of
rendering tools allows to explore the trabecular structures connecting lower and upper laminae and
characterise the windows, i.e. the open spaces between them, which would hardly be accessible
through 2D microscopy techniques.
Unlike ptychographic reconstruction, the rest of the data analysis – post-processing, projection
alignment and FBP – was not highly compute-intensive, to the point it did not need parallelisation.
On the other hand, it required a high degree of customisation which ended up taking several days.
It is expected future experiments will benefit from the developed data processing pipeline which
will lead to reaching final results faster.
5. Summary and conclusions
We presented the first successful PXCT experiment carried out on a biogenic sample at Diamond
Light Source (DLS). In particular, the experiment involved a weakly-scattering butterfly wing
scale hosting chitin nanostructures of interest – among others – for a research group focusing on
evolutionary developmental biology. Ptychographic analysis produced a full set of phase-contrast
2D projections at several sample orientations. Tomographic analysis on this set produced a
quantitative volumetric reconstruction of the scanned region which – in particular exploiting 3D
rendering and exploration tools – can be investigated for structure determination and comparison
at high resolution. In that sense, this study demonstrates the viability of PXCT as a high-resolution
imaging method for reproducible and non-destructive analysis of butterfly wing scales from
different individuals and species. This makes PXCT a great tool to visualise and understand the
mechanisms of biophotonic structure development and to characterise gene-driven structural
differences at high resolution.
In general, the success of PXCT within this experiment also contributes to the advancement
of one more X-ray imaging tool, able to retrieve phase-contrast high-resolution volumetric
reconstructions. This step forward is expected to benefit the wider X-ray microscopy community.
Finally, the data acquisition and analysis pipeline presented in this paper is reproducible at other
high-brilliance X-ray sources, making PXCT more readily accessible by providing a step-by-step
guide on how to carry out such experiments and efficiently handle the high-resolution data they
produce.
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